Monitoring of glucose level of blood is important to avoid complications of diabetic and damage to organs. Since invasive method of glucose level measurement is painful and causes damage to nerves, non-invasive method is used as an alternative. Shinde and Prasad [1] described a noninvasive glucose monitoring method in which the NIR is sent through the fingertip and over-systolic pressure is applied to the finger to stop the flow of blood for a period of 30 seconds. The response of the optical signal thus obtained is studied by performing the FFT analysis using the spectrum analyzer. Chi Fuk So at.el [2] reviewed recent advances in noninvasive glucose monitoring and concluded that optical method is one of the painless and promising methods that can be used for noninvasive blood glucose measurement. Jyoti Yadav [3] used NIR LED of 940nm wavelength to analyze the glucose concentration by conducting experiment on the human forearm. The noninvasive blood glucometer design containing two LEDs of the same wavelength with one acting as photo emitter and the other as the photodetector is proposed in [4] . In [5] a total of 8 LED pairs were tested for sensitivity to different glucose concentration and it is reported that among all the LED pairs tested, the most effective pair was NIR LED with the wavelength of 1450 nm. Three different probes (arm, finger, ear lobe) were designed to measure blood glucose using 940 nm NIR LED. Parag et.al [6] placed emitter and detector on the same side of the finger to detect the reflected signals properly, hence a phase shift of 180˚ occurs between transmitted and reflected signals. This paper presents a design and development of noninvasive blood glucose measurement sensor system which consists of NIR light source of 940 nm wavelength. By measuring the intensity of the light received after passing through the finger, blood glucose level can be calculated. An android application (app) is created to display and store the measured glucose value along with date and time in a text file which can be viewed at any time. The main aim of this work is to develop a simple, reliable, painless, cost effective and portable device for glucose measurement. The organization of the paper is as follows. In section II principle of blood glucose measurement has been discussed. Section III discusses the block diagram of proposed work and system design is detailed in section IV. An illustration is provided in section V and section VI concludes the paper.
PRINCIPLE OF BLOOD GLUCOSE MEASUREMENT
When a light ray passes through biological tissues, it is both absorbed and scattered by the tissues. Light scattering occurs in biological tissues due to the mismatch between the refraction index of extracellular fluid and the membranes of the cells. Variation in glucose level in blood affects the intensity of light scattered from the tissue. Beer-Lambert Law plays a major role in absorbance measurement which states that absorbance of light through any solution is in proportion with the concentration of the solution and the length path traveled by the light ray [8] . Light transport theory describes light attenuation as I=I o e -µ eff L (1) where, I is the reflected light intensity, I 0 is the incident light intensity and L is the optical path length inside the tissue. Attenuation of light inside the tissue depends on the coefficient known as effective attenuation coefficient (µ eff ), which is given by
(2) The absorption coefficient (µ a ) is defined as the probability of absorption of photons inside the tissue per unit path length, which is given by µ a = 2.303∈C
(3) ∈ is the molar extinction coefficient, C is the tissue chromophore concentration and the reduced scattering coefficient ( µ s ' ) is given by equation 4. µ s ' = µ s (1-g) (4) where g is anisotropy and µ s is scattering coefficient. Hence from the equations (1) to (4) it can be concluded that µ a depends on the glucose concentration in blood. Thus with the increase in blood glucose concentration, the scattering property of blood decreases.
BLOCK DIAGRAM OF PROPOSED WORK
The proposed work is based on NIR optical technique. NIR light source of 940 nm wavelength is chosen because it is suitable for measuring blood glucose concentration. The sensing unit consists of NIR emitter and NIR receiver (photodetector) positioned on either side of the measurement site (fingertip) as shown in figure1.When the NIR light is propagated through the fingertip in which it interacts with the glucose molecule, a part of NIR light gets absorbed depending on the glucose concentration of blood and remaining part is passed through the finger tip. The amount of NIR light passing through the fingertip depends on the amount of blood glucose concentration. The transmitted signal is detected by the photodetector. The output current of the photo detector is converted into voltage signal and then it is filtered and amplified. This amplified signal is fed into Atmel SAM3X8E microcontroller. The inbuilt ADC block is used for converting the received analog signal to digital form. This digital signal is processed by using second order regression analysis to predict the blood glucose value and the blood glucose value is displayed on the LCD display. A mobile application (App) is created in order to view and store the predicted blood glucose value after receiving it via Bluetooth. Atmel communicates to the mobile app via Bluetooth by connecting a Bluetooth module (HC-05) to it. The flow chart of proposed work is shown in figure 2. The amplified output voltage is connected to analog pin A 0 of Arduino due microcontroller for converting the analog signal into digital values. This digital value corresponds to the glucose level. From this digital value, the actual glucose level is determined using polynomial regression equation. This equation is formed from the glucose levels obtained from the laboratory using invasive measurement. A mobile app is created for displaying and storing the predicted glucose value. Bluetooth module (HC-05) is connected to Arduino due microcontroller in order to communicate with the mobile app via Bluetooth. Once the mobile app is connected to the microcontroller via bluetooth, the glucose value will be displayed in the mobile app screen. The date and time during glucose measurement process will also be stored along with received data using date picker and time picker option in the mobile app. The stored glucose data can also be viewed in the mobile app at any time when restore button is clicked.
ILLUSTRATION
To obtain polynomial regression equation, 24 diabetic individuals including both genders are considered. Glucose level of these individuals is measured in the laboratory by the invasive method and at the same time the analog voltage corresponding to their glucose level is also measured using the proposed hardware setup as shown in figure 4 and the readings are tabulated in table1. 142  13  607  196  2  509  146  14  627  191  3  519  156  15  695  167  4  519  157  16  735  220  5  548  177  17  612  244  6  524  159  18  847  247  7  543  209  19  833  248  8  568  133  20  867  276  9  573  179  21  935  302  10  583  224  22  999  321  11  592  175  23  1136  338  12  597  187  24  1538  516 The analog voltage measured at analog pin A 0 of Arduino due microcontroller and the corresponding glucose concentration measured by the invasive method in the laboratory are plotted on a graph and shown in figure 5 . The polynomial equation relating the analog voltage and the glucose level is computed by using regression tool and shown below. y = (8*10 -5 ) x 2 + 0.1873x + 46.131 (5) where x and y are analog voltage (mV) and glucose level (mg/dl) respectively.
Figure 5. Regression analysis of glucose data with analog voltage data
Arduino program is written to determine the glucose level for the given analog voltage using (5) . The continuous analog voltage values received from the photo detector while placing the finger in-between NIR emitter and photo detector are stored in an array and they are averaged. The microcontroller calculates the glucose value corresponding to this average analog voltage using (5) and displays it on both LCD display and mobile app. The calculated glucose value is also stored in the mobile along with date and time and it can be viewed at any time.
VALIDATION:
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(i) The Clarke error grid analysis is used for analyzing accuracy in commercial glucose monitoring devices which are used in self monitoring of glucose. The Clarke error grid analysis is done using MATLAB software where the reference glucose value and predicted glucose value from table 2 are given as input data and the result obtained shows that 95% of the predicted glucose values are under region A which is clinically acceptable region for glucose measurement devices figure 6. The surveillance error grid analysis is mainly used to determine the clinical accuracy and risk range of continuous glucose monitoring device used in intensive care unit. The surveillance error grid analysis of readings of table 2 is shown in figure 7 . It shows that most of the glucose readings are in dark green zone (no risk) and few glucose readings are in light green zone (slight risk). Hence the proposed method is acceptable and suitable for monitoring glucose concentration in blood. 
CONCLUSION
Invasive method of glucose measurement is painful, costly and discomfort. It also has a risk of infection and not used for continuous monitoring. In order to overcome the above disadvantages, a noninvasive method for blood glucose measurement using near-infrared LED is proposed in this paper. The glucose level in the blood which is obtained from the photodetector is displayed in both the LCD display and the developed mobile app. The proposed method is validated using error grid analyses. This portable noninvasive blood glucose monitor provides a very effective means for assisting the health care management of diabetic patients. This can be used for monitoring blood glucose level of the patients in the home as well as health care centers.
